Optimized radioimmunoassay curve fitting program suitable for use on desktop calculators.
A simplex search program for the logit-log parameters of radioimmunoassay calibration curves, suitable for use on a small desktop calculator, is described. The technique features a weighted least-square method to extract the maximum information out of the calibration data. A criterion for rejection of outliers is included.